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Michigan Department of Licensing and Regulatory Affairs

Radiation Safety Section

FLUOROSCOPIC RATES 2013-2017

Normal Rates
with 3.8 cm thick aluminum attenuation block

Machines Tested: 1285
Median Exposure Rate: 0.7 R/min
75th Percentile: 1.1 R/min

High Output Rates

120 -
°© 1
2
@ 100 A
= i
3
80
= ]
[&)
S 60 -
‘*6 4
G 40
e}
g 4
Z 20

Maximum Rates

Machines Tested: 1250
Median Exposure Rate: 6.1 R/min
75th Percentile: 7.3 R/min
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Exposure Rate (R/minute)
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Machines Tested:
Median Exposure Rate: 13.0 R/min
75th Percentile: 16.2 R/min
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Exposure Rate (R/minute)

640

> 35



